High-throughput scanning electrochemical microscopy brushing of strongly tilted and curved surfaces by Lesch, Andreas et al.
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a  b  s  t  r  a  c  t
The  feasibility  of  high-throughput  scanning  electrochemical  microscopy  (SECM)  of  strongly  tilted  (tilt
angles  ≤4◦)  and  curved  substrates  (diameter  of  curvature  ≥9  cm)  is  demonstrated  by  brushing  them
with a  soft  linear  array  of  carbon  microelectrodes.  This  probe  made  of  thin  polymeric  layers  operates
in  contact  regime  to  follow  the  topography  of  highly  unconventional  SECM  samples  while  keeping  an
almost  constant  working  distance.  Strong  slope  variations  of  the  sample  lead  to a slight  misalignmenteywords:
oft linear microelectrode arrays
canning electrochemical microscopy
ontact mode scanning
trongly tilted substrates
between  the  axes  of  the  positioning  system  and  the  sliding  direction  of  the  microelectrode  arrays.  The
resulting  positional  offsets  can  be predicted  and  corrected  to  yield  a  correct  representation  of  the  spatial
relation  on  the  surface  of  the  sample.  Moreover,  a custom-made  holder  system  ideally  suited  for  precise
control of  the  soft  probe  inclination  angle  and  alignment  with  the  substrate  plane  was  also  developed  to
perform  high-throughput  SECM  imaging  of  a 1.2  cm2 curved  metallic  pin  within  less  than  2  h.trongly curved substrates
. Introduction
Scanning electrochemical microscopy (SECM) is a scanning
robe technique that is conventionally carried out with an amper-
metric disc-shaped ultramicroelectrode (UME; typically denoted
s “tip”) localized in the vicinities of a sample substrate and in pres-
nce of an electrolyte solution [1–4]. Redox-active species detected
r generated at the UME and/or sample are employed to determine
ocal surface reactivity or to manipulate interfaces with micro- and
ubmicrometer resolution [5–11].
The recorded amperometric signals at the microelectrode rely
n the diffusional mass transport of the present redox-active
pecies and the local surface reactivity of the substrate under study.
ypically, SECM imaging is performed by lateral probe scanning
n constant height mode, since variations in the probe-sample
istance (d) strongly affect the SECM response and performance.
ypically, the loss of lateral resolution and a decrease of current
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contrast are observed between reactive and inert surface regions
when increasing d. The possibility for a mechanical probe-sample
contact poses the risk of a very undesired “tip crash” event when
decreasing d. In order to avoid this situation, many efforts have
been made to level the sample and the horizontal scanning plane
of the UME, which is particularly important and difﬁcult for
the investigation of large samples such as latent human ﬁnger
prints [12,13], for the screening of combinatorial material libraries
[14–16], and for the testing of the integrity of technical coatings
[17–19]. Furthermore, sample tilt elimination becomes impossi-
ble for curved and corrugated substrates. Several approaches have
been proposed to incorporate additional probe-distance control
mechanisms based on the measurements of the negative feed-
back current [20], impedance [21,22] or alternating current signals
[23]. The usage of dual UME  probes, in which one UME  detects
the species under investigation whereas the second one uses an
independent reaction (e.g. the oxygen reduction) for determin-
ing the working distance was  also reported [20]. An alternative
route is the combination of SECM with other scanning probe tech-
niques that can control the probe-sample distance, such as scanning
force microscopy (SFM) [24–30], electrochemical scanning tun-
nelling microscopy (ECSTM) [31,32], and scanning ion-conductance
microscopy (SICM) [33,34]. Other SECM hybrid techniques for dis-
tance control rely on the reduced damping of a vertically or laterally
vibrated probe in close proximity to the substrate. They include
the tip-position modulation (TPM) [35–37], shear-force detection
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38–46], intermittent-contact mode (IC) [47] and voltage switch-
ng mode (VSM) [48]. However, most of these approaches require
dditional instrumentation and/or are limited to the use of nano-
lectrodes that demands a signiﬁcantly smaller d [44]. This raises
t the same time the potential for a probe-sample crash when
canning fast over long distances, and often, there is no need for
anometre resolution in SECM imaging of large sample areas (mm2
o cm2).
Recently, we have introduced soft carbon and gold microelec-
rode probes that are made in thin polymeric materials providing
exibility and mechanical stability to SECM imaging [49,50]. These
robes are scanned in contact mode over surfaces in a brushing-
ike way achieving an almost constant d. This enables scanning of
D patterns [51], slightly tilted [51] or even vertically orientated
ubstrates [52] without additional instrumentation for distance
ontrol. Even initially dry surfaces can be scanned if the mediator
olution is provided and removed by means of microﬂuidics inte-
rated into the probe [52]. Delicate surfaces such as self-assembled
onolayers have been brushed without damaging them due to a
ery small mechanical pressure exerted by the probes on the sur-
ace [49,53]. Since the amperometric current response in SECM
elies on the diffusional mass transport of the redox-active species
ith a time constant  ≈ rT2·D−1, where rT is the radius of the UME
nd D is the diffusion coefﬁcient of the redox species, probe trans-
ation rates faster than 25 m·s−1 have to be avoided in order to
chieve an appropriate resolution and to exclude convectional dis-
urbances [54]. This results in imaging times of more than 48 h
or square centimetre-sized areas when using single UMEs and
ntroduce inconveniences when imaging samples that may  change
uring the experiment (e.g. biological samples). Likewise this is
ot in line with high-throughput approaches (e.g. industrial appli-
ations and quality testing). For this purpose, we have recently
resented different soft linear arrays of microelectrodes as SECM
robes [49,50,53,55]. Earlier approaches for SECM multi-tips were
lso reported, such as the two-dimensional imaging of O2, H2O2
nd glucose distributions by an array of 400 individually address-
ble Pt microelectrodes by Meyer et al. [56], the linear independent
6 Pt microelectrode array from Barker et al. [57] and the Au multi-
anotip electrode from Deiss et al. [58]; however, in contrast to the
oft probe arrays, the earlier developed approaches do not combine
 constant working distance mode with individually addressable
ensors for high-throughput reactivity imaging and surface modi-
cation.
Herein, we report the application of soft linear microelectrode
rrays for scanning strongly tilted and curved substrates. A probe-
ample alignment is achieved by the usage of a new probe holder
nd an electronic tilt table. However, strong changes in surface
opography cause a difference between the step size in the horizon-
al plane of the positioning system and the step size on the surface of
he tilted or corrugated sample. We  provide a quantitative descrip-
ion of these effects followed by a discussion of the importance for
he experimental applications of various sample shapes and the sig-
iﬁcance in data interpretation. Sample tilt angles of up to 4◦ are
orrected during off-line image processing and represent extreme
ases with respect to common laboratorial practise (vide infra).
. Experimental
.1. Chemicals
Ferrocenyl methanol (FcMeOH, ≥97%, Sigma–Aldrich, Buchs,
witzerland, and Alfa Aesar, Karlsruhe, Germany), KNO3 (≥99%,
igma–Aldrich, Buchs, Switzerland, or Carl Roth, Karlsruhe,
ermany) and Na2SO4 (99%, Merck, Darmstadt, Germany) were
sed as received and were of analytical grade. Deionised water was Acta 110 (2013) 30– 41 31
produced by a Purelab® Classic (Elga LabWater, United Kingdom)
and a Milli-Q plus 185 model (Millipore, Zug, Switzerland). For the
preparation of carbon microelectrode arrays, 100 m thick foils of
polyethylene terephthalate (PET; Melinex Dupont, Wilmington, DE,
United States of America), 125 m thick foils of Kapton HN® poly-
imide (PI, Goodfellow, Huntingdon, England) and Electrador carbon
ink (Electra Polymer & Chemicals Ltd., Roughway Mill, Dunk Green,
England) were used.
2.2. Preparation of soft microelectrode arrays
Soft linear arrays of carbon microelectrodes were prepared as
described previously [50,51,53]. In brief, microchannels (midpoint-
to-midpoint distance 500 m) were UV laser-ablated (193 nm ArF
excimer laser; ﬂuence = 250–350 mJ;  frequency = 50 Hz; Lambda
Physik, Göttingen, Germany) through a metallic mask into the PET
ﬁlm and manually ﬁlled with the carbon ink. The average length,
width and depth of the prepared microchannels were 6 cm,  30 m
and 20 m,  respectively. After curing for one hour at 80 ◦C, the
conductive carbon tracks were covered and sealed with a thin Pary-
lene C coating of 3–5 m thickness. The cross-section was  exposed
either by UV laser ablation or by razor blade cutting and deﬁnes
sickle-shaped active electrode areas [50,51,53]. The quality of the
electrodes and the shape of the exposed area were inspected using
a laser scanning microscope Keyence VK 8700 (Keyence, Osaka,
Japan).
2.3. Preparation of platinum, gold and silver electrodes
2.3.1. Gold electrodes
Glass slides were treated with piranha solution and cleaned by
sequential sonication in ethanol, acetone, and puriﬁed water fol-
lowed by drying under an Ar stream. Caution: This mixture reacts
violently with all organic material. Piranha solution has to be handled
with extreme care to avoid personnel injury and property damage.
100 nm thick Au layers were deposited in an Edwards Auto 306
vacuum coater (Edwards, Crawley, England) at a pressure less than
5 × 10−6 mbar. The ﬁlm growth was  initiated by the thermal evap-
oration of a 1 nm thick Cr (99.99%, Oerlikon Balzers, Liechtenstein)
layer at <0.1 nm s−1 as adhesion promoter. Au (99.99%, Oerlikon
Balzers, Liechtenstein) was  subsequently evaporated at <0.1 nm s−1
up to 5 nm,  before increasing the deposition rate to 0.2–0.3 nm s−1
for the deposition of a 100 nm layer.
2.3.2. Platinum electrodes
Pt electrodes on a glass chip were prepared by standard pho-
tolithographic processes. The width, thickness and distances of the
Pt bands were 100 m,  100 nm and 200 m,  respectively.
2.3.3. Silver electrodes
A homogeneous Ag layer of 100 nm thickness was deposited
on a 125 m thick foil of Kapton HN® polyimide (PI, Good-
fellow, Huntingdon, England) using physical vapour deposition
(Leybold Optics LAB 600H evaporator, Alzenau, Germany). Paral-
lel Ag tracks (93 m width × 2 cm length and 200 m periodicity)
were achieved by removing Ag by UV laser ablation (193 nm ArF
excimer laser, ﬂuence = 250 mJ, frequency = 50 Hz; Lambda Physik,
Göttingen, Germany) through a metallic mask. In addition, the PI
was  engraved about 2.1 m,  which resulted in small 3D patterns.
The substrate was glued with a two  component epoxy resin glue
Araldite® (Huntsman Corporation, Salt Lake City, UT, United States
of America) on the outside of a plastic cylinder (diameter ≈ 9 cm)
in a way that the Ag lines were parallel to the symmetry axis of the
cylinder.
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Fig. 1. (a) Laser scanning micrograph of the cross-section of a carbon microelectrode array with midpoint-to-midpoint distances of 500 m showing two microelectrodes.
(b)  Optical photograph of an array in contact mode with a Pt electrode structure on a glass chip. (c) SECM holder system for soft linear arrays with eight microelectrodes. I.
Array;  II. Electrochemical cell; III.  Holder with inclination angle of 20◦ with respect to the surface normal. IV.  Holder for electrical connection; V. Worm drive for horizontal
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nclination plane (black arrows); VII.  Plate to mount at x, y, z-positioning system. (d
.3.4. Test-pin
A steel pin from the Carl von Ossietzky University of Olden-
urg was used as test sample with a corrugated shape. The logo
onsisting of letters of different fonts had been engraved with dif-
erent depths (30–60 m)  and the pin was used as received. It was
ounted at the bottom of an SECM cell without tilt correction. Its
eight proﬁle was measured with a Dektak 150 (Veeco Instruments,
annheim, Germany).
.4. SECM measurements
All SECM measurements were carried out using a custom-built
ECM setup comprising a Märzhäuser three axes positioning sys-
em (Märzhäuser GmbH & Co. KG, Wetzlar, Germany), an electronic
ilt table (Zaber Technologies Inc., Vancouver, Canada) and an Ivium
ultipotentiostat module MultiWE32 connected to an Ivium Com-
actStat (both Ivium Technologies, Eindhoven, The Netherlands).
p to 32 working electrodes can be controlled individually vs.  one
eference electrode (RE) and one auxiliary electrode (AX) using
he in-house made software SECMx [53]. A Pt wire was used as
X and an Ag wire served as quasi-RE to which all potentials
iven herein are referred to. FcMeOH was used as redox medi-
tor in all experiments and the probe potential ET was selected
etween 0.3 and 0.4 V to achieve a diffusion-limited FcMeOH oxi-
ation at the microelectrodes. The array probe was mounted in a
ustom-made holder, which will be described in detail in Section
.1. With this holder, the individual microelectrodes in one array
robe can be aligned with the sample surface by taking advan-
age of a worm drive (vide infra). All samples were used unbiased
uring the experiments and were ﬁxed at the bottom of the electro-
hemical cell. The lateral scan direction for reactivity imaging was
n x-direction, whereas incremental steps in-between line scans
ere made in y-direction. Due to the frequency of probe move-
ent in the horizontal space directions, the x-axis is denoted as
high frequency” (HF) axis and the y-axis is the “low frequency”
LF) axis.); VI.  Adjustable plate for horizontal rotation around an axis perpendicular to the
matic of VI.  in (c). (e) Schematic of V. in (c).
The sample tilt was  controlled by using the electronic tilt table.
First, the tilt angles ıx and ıy with respect to the horizontal scanning
plane of the positioning system (in x- and y-direction) were elimi-
nated (ı = 0◦) using the three-point approach curve procedure. For
this purpose, three approach curves were subsequently performed
in a triangular lateral order and ı were calculated by using the ver-
tical and horizontal distances. ı were deﬁned as positive when the
sample slope was positive with respect to the corresponding hori-
zontal axis. Various ı of up to ±4◦ were used to determine the effect
of probe sliding on tilted surfaces.
For SECM line scans and imaging in contact mode, the Pary-
lene C-coated side was facing the sample. Herein, the probe-sample
contact is represented by the previously described quantity hP
[49–51,53]. In short, if the probe is placed in solution bulk hP
describes the vertical distance of the probe apex to the sample sur-
face. hP becomes zero when the probe touches the substrate and
negative hP values describe the probe-apex to sample separation
when the probe would penetrate the sample instead of bending
and sliding.
SECM imaging was performed using the automatic lift-off (LO)
routine, which retracts the soft probes in-between contact mode
line scans for repositioning and incremental steps in y-direction
[49,53]. Due to slight variations in sizes, geometries and work-
ing distances of the individual microelectrodes, their individual
currents vary slightly and were corrected by applying previously
described calibration routines [49,53] using the home-made soft-
ware MIRA. These procedures transform the measured feedback
currents iT,k of the individual microelectrodes k by applying current
offsets iT,offs,k and scale factors sk in such a way that a dimensionless
calibrated current i′T,k/i′T,max,k is obtained that becomes zero for the
minimum measured current and unity for the maximum measured
current.Calculations to correct the laterally shifted x-positions of the
individual microelectrode arrays and plotting of the modiﬁed SECM
image were performed using the software Wolfram Mathematica
8 (Wolfram Research, Champaign, IL, USA).
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Fig. 2. SECM feedback mode approach curves over insulating glass with a carbon
microelectrode array of eight electrodes demonstrating the inﬂuence of probe-to-
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Fig. 2b), the probe-sample contact is made only by one edge of
the probe (inset in Fig. 2b). Due to a certain stiffness of the PET
sheet, the working distances are not decreased further. Already
the ﬁrst working electrode (k = 1) shows less negative feedback
Table 1
Calculated normalized currents I′ at hp = 0 m over an insulating substrate.
k 1 2 3 4 5 6 7 8ample alignment. Electrolyte solution 2 mM FcMeOH and 0.1 M KNO3. Step size
 m and translation rate 5 m s−1. Estimated tilt angles ϕ are 0◦ (a), 1◦ (b) and 4.6◦
c).
. Results and discussion
.1. Array-sample alignmentTypically, the midpoint-to-midpoint distance of the microelec-
rodes within one soft array is 500 m as shown in the optical
icrograph in Fig. 1a. This distance insures that the overlap of the Acta 110 (2013) 30– 41 33
diffusion layers of neighbouring electrodes is negligible [50,59]. For
reactivity imaging and surface modiﬁcation, the probe is brought
into mechanical contact with the substrate (Fig. 1b) and experi-
ments are carried out by sliding the probe laterally on the surface.
To ensure bending of the array probe in a pre-deﬁned direction
after touching the sample, the soft probes are approached with an
inclination angle  determined by the home-made holder system
(Fig. 1c). Thanks to a screw and a rotatable plate (VI. in Fig. 1c and
Fig. 1d),  can be manually adjusted. Our tests showed that  = 20◦
(respect to the surface normal) constitutes a good compromise
between achievable current contrast and frictionless probe sliding
[50]. Before starting experiments with soft probes, two important
manual manipulation steps of critical importance must be carried
out: (i) cutting of the array to expose the cross-section containing
the active microelectrode areas and (ii) placing the array into the
holder. On the one hand, fresh microelectrode surfaces and a setup
ready-to-use are achieved very quickly by cutting of the cross-
section and placing the array in the holder, but on the other hand,
this might cause minor microelectrodes-sample misalignments.
This is described by an angle ϕ, which is the angle between the sam-
ple surface and the probe edge deﬁned by the array cross-section
containing the active electrode areas and the Parylene C-coated
probe body facing the sample substrate (Fig. 1e). If ϕ /= 0◦, the
individual working distances dk increase linearly from one side of
the array (smallest d) to the other side (largest d). A worm drive
was  integrated into the probe holder for a horizontal rotation of the
array probe (V. in Fig. 1c and e). In this way  ϕ can be adjusted man-
ually. This effect is demonstrated by three experimental approach
curves towards an insulating substrate with different values for ϕ
using an array of eight microelectrodes (Fig. 2). Variations in the
absolute currents are due to minor differences in size and geometry
of the individual microelectrodes [50]. For a perfectly aligned array
(ϕ = 0◦), meaning the complete length of the edge of the cross-
section is in mechanical contact with the substrate, similar negative
feedback was  obtained for all microelectrodes (Fig. 2a). The mea-
sured currents decreased due to the hindered diffusion of the
redox mediator as the probe sample distance decreased until the
array probe got in mechanical contact with the substrate surface.
Then, the probe started to slide on the surface and the measured
currents of each microelectrode did not change due to a constant d.
The measured currents iT,k were normalized to give I′ using Eq. (1),
I′ = iT,k(hp = 0 m)
iT,∞,k
(1)
where iT,k at hP = 0 m (probe in contact with the sample) is
divided by the bulk current iT,∞,k. In this way, the individually
measured currents during approaching can be compared and their
decrease can be used as in indicator for dk. The calculated values
for I′ range from 0.45 to 0.58 and are shown in Table 1. A mean
value of 0.49 (±0.05) demonstrates that all measured currents for
hP = 0 m decreased to about the half indicating that all individual
microelectrodes of the array are uniformly separated from the
substrate surface in contact regime.
As soon as the probe and the sample are not aligned (ϕ = 1◦,I′ (ϕ = 0◦) 0.52 0.48 0.43 0.47 0.58 0.45 0.50 0.51
I′ (ϕ = 1◦) 0.74 0.76 0.80 0.82 0.86 0.85 0.88 0.90
I′ (ϕ = 4.6◦) 0.92 0.93 0.94 0.95 0.97 0.97 0.98 0.99
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Fig. 3. Inﬂuence of sample tilt in y-direction with aligned array probe for SECM feedback mode imaging of a Pt electrode structure on glass in 2 mM FcMeOH and 0.1 M KNO3.
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rom  (b) (ıy = −2◦) with corrected x-positions. (d) Schematic representation of pos
ositioning system. (e) Image with original x values for ıy = −4◦ and corrected imag
ue to a less effective blocking of mediator diffusion to the active
lectrode (I′ = 0.74). From the ﬁrst to the eighth microelectrode,
′ increases linearly and shows a current reduction of only 10%
or the 8th electrode. In principle, line scans and imaging can be
erformed under these conditions, but the resolution from k = 1
o 8 will clearly decrease. This effect becomes even stronger for
 = 4.6◦ (Fig. 2c) where the best condition (k = 1) provided only
 I′ of 0.92 and microelectrode 8 almost did not show any cur-
ent decrease (I′ = 0.99). Although the array was approached until
P = −90 m,  d was not affected demonstrating that the soft probes
re ﬂexible enough allowing them to slide, but not to cling the
hole probe on the surface. Therefore, a fast alignment of array and
ample is recommended in order to achieve an optimum current
ontrast for feedback mode imaging. For this purpose, reﬂective
ubstrate surfaces such as thin metallic ﬁlms can be used for a
anual array probe-sample alignment. The manual adjustment
ontrolled by naked eye takes only a few seconds and ϕ is usually
igniﬁcantly smaller than 1◦ for reﬂecting metal surfaces where
rray and its mirror image are particularly conveniently used for
lignment. A more precise alignment can then be achieved within
everal minutes by performing an approach curve and changing
ontinuously ϕ.
.2. Sample tilt
In general, the tilt of a plane sample can be described by two
lopes, one in x-direction and one in y-direction. These are trigono-
etrically denoted as tilt angles ıx and ıy, respectively, and can be
ontrolled separately in our SECM setup by using the electronic tilt
able. Fig. 3a shows the feedback mode image of a Pt microbandm,  HF vT,fwd = 50 m s−1, LF fwd step size 20 m.  ıy = 0◦ (a) and −2◦ (b). (c) Image
l x-shift of the microelectrodes in-between y1 and y2 at identical x-position of the
structure on glass without surface tilt (ıx = ıy = 0◦). The tilt was
eliminated prior to imaging and each individual microelectrode
scanned an area of 1 mm × 0.25 mm,  i.e. the array electrode cov-
ered an overall substrate region of 1 mm × 2 mm.  Afterwards, the
measured currents and positions of the individual microelectrodes
of the array were corrected to give dimensionless currents i′T/i′T,max
[49,53]. The Pt structure is indicated in the SECM feedback image by
high currents (i′T/i′T,max ≈ 1.0) due to the regeneration of FcMeOH at
the sample beneath the microelectrodes (positive feedback) while
a calibrated current of zero is caused by the hindered diffusion of
FcMeOH above the electronically insulating glass surface (negative
feedback). The microelectrodes within the array performed exactly
the same relative translations as the positioning system. Thus, the
distances between sample regions e.g. the distances of the Pt elec-
trodes can be estimated from the current proﬁle of the reactivity
image and match the real dimensions of the sample.
3.2.1. Surface tilt in y-direction
Tilting the sample in y-direction by about ıy = −2◦ (ıx = 0◦)
requires a new probe-sample alignment. Note that such a large
tilt is easily identiﬁable by naked eye (the variation of height is
as large as 3.5 m for each 100 m of scan length) and would have
been eliminated already before starting any measurement in con-
ventional operation. Here an exaggerated tilt angle is used in order
to illustrate more clearly the effects of surface tilts. An SECM feed-
back mode image (Fig. 3b) was  recorded using the same parameters
as in Fig. 3a. Due to the fact that the microelectrode arrays were
aligned with respect to the substrate surface, the working distance
d was constant at each image point. However, the calibrated image
shows clearly a continuous, simultaneous shift of the x-positions
imica Acta 110 (2013) 30– 41 35
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Fig. 4. (a) Feedback mode line scans of 13 gold electrodes on glass using one carbon
microelectrode in a soft array. ıx was −1◦ , 0◦ , +1◦ , +2◦ , +4◦ which affects the real stepA. Lesch et al. / Electroch
or each microelectrode in y-direction. Therefore, the eight individ-
al images cannot construct an image representing the real surface
imensions of the Pt electrode pattern. The x-positions of micro-
lectrode k during the ﬁrst line scan of the image are obviously
ifferent than the x-positions of microelectrode (k − 1) during the
ast line scan (which should be equal if the alignment is perfect
s in Fig. 3a) resulting in a distorted image. This is due to the
act that the translation axes of the positioning system are neither
arallel (y) nor perpendicular (z) to the substrate surface. During
e-approaching after performing a step into the y-direction on a
-tilted sample, the probe will reach mechanical contact with the
ubstrate surface at lower or higher absolute z-positions compared
o the situation at the previous y-coordinate. This causes a change
f the initial hP value, denoted as hP, which depends on the step
ize y  performed by the y-axis of the positioning system and the
ample tilt. The schematic representation showing all geometric
rrangements can be found in Fig. A1 in Appendix A.1. The real
tep size y′ on the sample surface is slightly larger than y  of the
ositioning system. For instance, the real step size y′ taking into
ccount a 20 m step y  was calculated for two different values for
y (−2◦ and −4◦) to be 20.01 m (ıy = −2◦) and 20.05 m (ıy = −4◦),
espectively. These enhancements of 0.05 and 0.25% are negligible
y′ ≈ y)  and were not taken into consideration in the following
iscussion. Changes of the hP value are more important (Appendix
.1) and are estimated as
hP = ny  tan ıy (2)
here n is the incremental step number. A single step of 20 m
n y-direction changes the hP value by about hP(−2◦) = −0.7 m
3.5%) and hP(−4◦) = −1.4 m (7%), respectively, and cannot be
gnored. The changed hp will lead to a sliding of the probe along
he x-direction resulting in a variation of the tip position at each
ine scan. The straightforward geometric arrangements (Fig. A1b in
ppendix A.1) can be used to calculate and to correct the shift of
he x-positions (Fig. 3d).
−40 − x−40+hP = lF
(
cos
[
arcsin
lF cos  + hP
lF
]
− cos
[
arcsin
lF cos  + hp − ny  tan ıy
lF
])
(3)
F represents the length of the freely suspended part of the probe
Fig. 3d). A Taylor development of Eq. (3) where only the linear term
as taken into consideration is given in Eq. (4) in order to express
he x-shift with a simpliﬁed formula:
−40 − x−40+hP = −
(lF cos  + hP)ny  tan ıy
lF
√
1 −
(
lF cos +hp
lF
)2 (4)
s follows from Eqs. (2) to (4), the shift of initial x-positions varies
inearly with LF-steps as observed experimentally. This might lead
o a noticeable distortion in the image due to the shift of the space
oordinate in HF direction observed at all sensors with a skew angle
 of
 = tan x−40 − x−40+hP
ny
(5)
hich is the tangents of the x-shift divided by the length of the
th step size in y-direction. This effect becomes more pronounced
ith the increase of sample tilt angles. Raw images in Fig. 3b and
 demonstrate the sample tilt effect at ıy equal to −2◦ and −4◦,
espectively, while Fig. 3c and f reveal the feedback colour maps
ith corrected positions. In this way, the individual images of the
ight microelectrodes give one large image representing the real
urface reactivity. Therefore, particular attention should be paid tosize  x′ . The gold bands appear compressed or stretched. (b) Schematic represen-
tation of the change of x′ compared to the positioning system movements x for
ıx < 0◦ and ıx > 0◦ .
the evaluation or elimination of tilt when scanning large surface
areas prior to surface reactivity characterization.
3.2.2. Surface tilt in x-direction
A sample tilt in x-direction also affects the real x-step size sig-
niﬁcantly as shown in Fig. 4a. An interdigitated gold electrode array
containing 13 tracks (midpoint-to-midpoint distance 100 m)  on
glass was scanned applying several values of ıx (−1◦ to +4◦) and
using one microelectrode within a soft array probe. An average dis-
tance of the gold lines was calculated from the measured current
proﬁles as a mean value of the 13 maximum currents over each
line (i.e. approximately the middle of the width of the gold tracks).
The measured value of 101 m for the horizontally aligned sam-
ple (ıx = 0◦) matches the real distance of the sample features. The
gold lines appear to be narrower for ıx > 0◦ and broader at ıx < 0◦
leading to an image compression or extension, respectively. As fol-
lows from theory (Appendix A.2), the probe makes either larger or
smaller real step sizes x′ compared to x of the positioning sys-
tem and depending on ıx (Fig. 4b). This fact is in a good agreement
with experimental observations shown in Fig. 4a. For instance, vari-
ations of ıx by ±1◦ changes the measured distance of the gold lines
by ±5 m (5%) whereas theory predicts 4.3–4.7% variation.
The reported investigations made by applying deﬁned sample
tilt angles ıy and ıx demonstrate the behaviour of the sliding soft
probes on strongly tilted, but plane substrates. In reality, tilts of ﬂat
samples are much smaller than the ones used herein and correc-
tions for each measurement might not be required at all. The soft
probes were developed for fast preparation and high performance
of SECM experiments. Naturally, the tilt of a ﬂat sample will be com-
posed by both an x- and y-component. Eqs. (6)–(21) in Appendices
A.1 and A.2 are valid for these cases as well. Furthermore, these
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Fig. 5. SECM feedback mode images of curved substrates with correction. (a) Schematic representation of the performed HF line scan of an SECM image of a curved substrate.
(b)  SECM image (area performed by positioning system 1.2 cm × 0.1 cm) of a curved PI sheet (diameter ≈ 9 cm)  with integrated Ag lines in 2 mM FcMeOH + 0.1 M KNO3 using
one  microelectrode within an array of microelectrodes. Imaging conditions: LO stroke height 1000 m,  LO retract speed 1000 m s−1, LO approach speed 50 m s−1, HF fwd
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ith  mechanical probe-sample contact (56,814 data points). (d) Image with correct
esults illustrate how to interpret SECM images showing stretched
r compressed surface structures. In order to measure the real
xtensions in such SECM images, the surface tilt could be eliminated
s usually done when using conventional UMEs. Preferentially, dif-
erent techniques such as SFM, confocal laser scanning microscopy
CLSM) or interferometric microscopy can be applied giving these
imensions and also topographic information with higher accuracy
ompared to SECM.
.3. Curved substrates
An even more complex situation is found on curved and corru-
ated substrates where x′ increase and/or decrease non-linearly
ithin one line scan. This is due to the fact that ıx varies at each
oint on the surface and causes an angular motion of the microelec-
rode arrays. In order to demonstrate this effect a curved substrate
ith integrated Ag silver lines was studied (Fig. 5a). Only minor
fforts based on unaided optical inspection were made to elimi-
ate sample tilt angles and to align the microelectrodes of the array
ith respect to the sample surface. Furthermore, the array was  sim-
ly placed in close proximity to the curved sample, submerged in
lectrolyte solution, to allow contact mode scanning (Fig. 5a). A
eactivity image of an area of 1.2 cm length and 0.1 cm width (travel
istances of the positioning system) was scanned within 11 h with
 point density of 5104 points mm−2 (10 m steps; 61,251 data
oints; based on the scanned area of the positioning system) using
ne microelectrode of a soft array of eight carbon microelectrodes
Fig. 5b). At the beginning and at the end of each line scan of the
canning process, the probe was not in mechanical contact with
he substrate as shown schematically in Fig. 5a and as indicated
y the measured bulk currents for x < 370 m and x > 11,700 m.,251 grid points were recorded in 11 h total imaging time. (c) Image with x-values
ositions (56,814 data points).
When the probe slides on the sample, a constant working distance is
recorded along the entire image as indicated by the uniform current
responses for either positive or negative feedback. During the ﬁrst
scanning part the increasing height of the curved substrate, which
was  1.38 mm at the highest point, generates that the real step sizes
become larger and the Ag lines appear narrower. At both edges of
the measured image, the PI sample was  covered with a homoge-
nous layer of Ag. Similar to the corrections of the positional shifts
in x-direction on ﬂat tilted substrates, equations were developed
to correct the lateral positions on the curved substrate (Appendix
A.3). For this purpose, only data points for which the probe was  in
mechanical contact with the sample were taken into consideration.
This results in an image of 56,814 data points and is shown in Fig. 5c.
The average line thickness of the Ag lines in the original image is
overestimated by about 32% at the right side of the image (start
position of each line scan within an image) and underestimated by
about 36% at the end of the scan (left side). In the corrected image
(Fig. 5d) the widths of the Ag lines appear more uniform. However,
there is still an overestimation of 8% at the right and an underes-
timation of 16% at the left side of the image. This can be explained
by the practical difﬁculty to perfectly align the curved substrate
to the x- and y-axes of the positioning system and imperfections
in estimating the exact curvature radius when ﬁxing the ﬂexible
PI sample on the curved substrate. Therefore, the presented result
shows the capability for fast imaging of unconventional tilted or
curved samples with the soft probe arrays and their unambiguous
interpretation in terms of the layout of the studied sample surfaces.In order to demonstrate that a wide variety of large curved
substrates can be scanned on a short time scale, an area of approx-
imately 1.5 cm × 0.8 cm of a pin from the Carl von Ossietzky
University of Oldenburg (Fig. 6a) was scanned in SECM feedback
A. Lesch et al. / Electrochimica
Fig. 6. SECM images of (a) a pin from the University of Oldenburg in 2 mM
FcMeOH + 0.1 M Na2SO4. Imaging conditions: hP = −100 m,  LO stroke height
500 m,  HF vT,rev = 1000 m s−1, LF large step 4000 m.  (b) HF fwd step size 25 m,
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nF  vT,fwd = 50 m s−1, LF fwd step size 25 m,  total imaging time required was  7 h
 min  for 192,320 grid points. (c) HF fwd step size 50 m, HF vT,fwd = 100 m s−1, LF
wd  step size 50 m, 1 h 55 min  (48,160 data points).
ode using an array of eight carbon microelectrodes. The height
roﬁle measured along the HF (x) and LF (y) axes shows a curved
hape and a rounding at the edges of the pin (Appendix A.4). The
esulting image in Fig. 6b is composed of two tiled images that
re automatically recorded within one run by performing a large
tep of 4 mm  in y direction, when the ﬁrst electrode starts to cover
he area already scanned by the second electrode [49,50,53]. A
elatively large step size of 25 m was sufﬁcient with respect to
he surface features. During an imaging time of 7 h, 192,320 data
oints were obtained with a point density of 1603 points mm−2
based on the scanned area of the positioning system). The metal-
ic pin presents several letters engraved with various depths and
lled by a lacquer. The soft array follows the curved topography of
he pin but it cannot enter into the engraved characters because
heir dimensions are much smaller than the width of the array. The
urrent responses rely on the positive feedback over the metal-
ic surface and the current decrease over the engraved characters
ue to the increasing d, which results in the steady-state current
n solution bulk. For constructing the image, this bulk current was
ormalized to zero. In Fig. 6b, an image frame from one electrode Acta 110 (2013) 30– 41 37
became damaged as indicated by the low currents (y ≈ 5.0–5.5 mm).
However, it could still detect the letters of the word “von”. The
resulting imaging time of 7 h is about 4.5 times less than the cal-
culated time for a conventional SECM image using one UME  with
similar imaging parameters. In addition, a conventional SECM setup
using a single classical UME  cannot scan such a large curved area
without additional instrumentation to control the working dis-
tance. For instance, d would enlarge on the one side signiﬁcantly
or decrease on the other side, generating the possibility of a probe-
sample crash. A feedback loop for distance control was recently
applied in shear force-based SECM by Etienne et al. [45] who
scanned a large bent steel substrate. Nine line scans of approx.
1.25 mm  length were performed with a 25 m Pt-UME to measure
over a distance of 8 cm perpendicular to the line scan direction. The
probe followed the topography of the substrate and could go inside
graves (about 45 m deep) but at the same time it showed some
drawbacks. For instance, the step sizes (especially 1 cm along one
horizontal axis) were larger than the UME  diameter which led to an
approximated point density of less than 4 points mm−2. Thus, many
surface features are hardly detectable. Despite of this, the imaging
time was  still more than 4 h due to a ﬁnite time constant and the
limited achievable scan rate of shear-force SECM [44].
In order to decrease the imaging time below 2 h, both the trans-
lation rate and step size were doubled. With a point density of
401 points mm−2 (based on the movement of the positioning sys-
tem; 48,160 grid points) a very good resolution (with respect to the
sample features) was still achieved demonstrating the potential
of soft probes for high-throughput imaging of curved and corru-
gated sample shapes (Fig. 6c). No correction procedures had to be
performed. The dimensions are equal to those taken from optical
microscopy and the engraved letters appear without distortion.
4. Conclusions
In this paper we  demonstrated and proved that soft linear arrays
enable SECM imaging of strongly tilted and curved substrates. The
soft probes follow the topography of the sample surface in con-
tact mode. This results in a constant working distance and thus in
a uniform current for either positive or negative feedback situa-
tion. For a good current contrast, the individual microelectrodes of
a soft array have to be placed as close as possible to the substrate. A
minimum working distance for all microelectrodes of an array can
be achieved by horizontal rotation of the electrode holder. Limita-
tions arise for 3D-surface patterns when they are smaller than the
width of the whole array. For instance, grooves of such size prohibit
the array to go inside the surface structure and elevation force the
whole array to lift off when passing over them. Both effects can
increase the working distance for individual microelectrodes in a
way  that topographic features will be measured.
A misalignment between the horizontal axes of the positioning
system and the surface of tilted or curved substrates causes lat-
eral shifts in SECM images because the microelectrode probe bends
differently in different regions. These shifts can be calculated and
corrected as demonstrated for ﬂat tilted and curved substrates.
By using soft linear microelectrode arrays, the dimensions of
curved substrates that can be investigated on a very short time scale
without making many efforts exceed the areas typically scanned by
conventional SECM methodologies or other scanning probe tech-
niques such as SFM by at least one order of magnitude. In this way,
the soft arrays could be used to locate quickly defects of technical
coatings, followed by a closer inspection with smaller electrodes.Acknowledgements
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ppendix A.
.1. y-Tilt correction
The real step size y′ on the sample surface was calculated using
q. (6). This phenomenon is shown schematically in Fig. A1a.
y′ = y (6)
cos ıy
Changes of the hP value were calculated by Eq. (7).
hP = ny  tan ıy (7)
Fig. A1. Geometric arrangements of y′ (a) and
ig. A2. Geometric arrangements of x with sample tilt in x-direction. Note that the dire Acta 110 (2013) 30– 41
Three situations are calculated and shown schematically in
Fig. A1b: (i) the soft probe just in contact with the substrate sur-
face (hP = 0 m;  black triangle); (ii) the probe approached until
hP = −40 m before starting the image (red triangle); (iii) the probe
approached after several line scans at a different y-position, but
at the same x-position (blue triangle). The length lF represents
the freely suspended part of the probe. If the probe is just in
contact with the sample (hP = 0 m)  the vertical length z0 can be
calculated.
z0 = lF cos  (8)
If the probe is approached further until hP = −40 m,  it starts to
slide on the surface and the distance x−40 is given by Eq. (9).
x−40 = lF cos ˇ−40 (9)
This equation requires ˇ−40 which can be calculated with Eq.
(10).
ˇ−40 = arcsin
z0 + hP
lF
= arcsin lF cos  + hP
lF
(10)
 x-shift (b) with sample tilt in y-direction.
ction of the HF axis and the sign of step size of positioning system x are negative.
A. Lesch et al. / Electrochimica
Fig. A3. Geometric arrangements to correct the probe movement (a) and non-linear
increase of real step size x′ vs. step number n (b) on the curved substrate.
o
t
t
i
angle (in radians) at nth step, respectively. As shown on Fig. A3a,
the angular step n is given by
 = arccos
(
xn
)
− arccos
(
xn−1
)
(18)The value x−40 represents the x coordinate at starting position
f the ﬁrst line scan within an image. The subsequent x-positions of
he probe apex in this line scan are calculated taking into account
he shift of array initial position and overlay with the stored pos-
tions of the positioning system. The real starting x-positions of an
Fig. A4. Height proﬁle of the test pin in  Acta 110 (2013) 30– 41 39
array will change at each step in y-direction and can be calculated
by
x−40+hP = lF cos ˇ−40+hP (11)
while considering
ˇ−40+hP = arcsin
z0 + hP − hP
lF
= arcsin lF cos  + hP − ny tan ıy
lF
(12)
A.2. x-Tilt correction
Fig. A2a shows the geometric arrangements for describing the
effect of the sample tilt in x-direction on the real step size x′. At
the nth step in HF direction, the step size in the sample plane x′
is
x′n =
xn − xn−1
cos ıx
(13)
where xn appears from the solution of equation system that
describes linear movement of the microelectrode array tip
z = x tan ıx (14)
and the imaginary triangles having the hypotenuse lF (as the probe
length remains constant)
(X − x)2 + (Z − z)2 = l2F (15)
while X and Z are given by
X = nx  + lF cos ˛−40
Z = lF sin ˛−40
(16)
where ˛−40 = ˇ−40 + ıx. The value of the angle ˛−40 at the beginning
of each line scan is given by the solution of the Eq. (17) based on the
properties of similar triangles and straightforward trigonometric
expressions from the illustrative scheme in Fig. A2b.
lF sin ˛0 − hP + lF(cos ˛−40 − cos ˛0) tan ıx = lF sin ˛−40 (17)
where ˛0 = ˇ0 + ıx.
A.3. Curved substrate correction
Fig. A3 shows schematically the geometric arrangements for
evaluating the real step size x′ on the curved substrate. The rela-
tionship between the step size imposed by the positioning system
x and the distance passed by the probe in the sample plane at the
nth step x′n is of primary importance. The latter quantity is the arc
length rn, where r and n denote the curvature radius and centraln
r r
scanned x- (a) and y-direction (b).
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The argument xn·r−1 could be found from the equation system
hat describes the angular motion and the imaginary triangle hav-
ng the hypotenuse lF (as the probe length remains constant).
x2 + z2 = r2
(X − x)2 + (Z − z)2 = l2F
(19)
here X and Z are given by
 = lF cos
(
	
2
− 
)
− r sin
(
total
2
)
+ nx  (20)
 = lF sin
(
	
2
− 
)
+ r cos
(
total
2
)
(21)
nd where total represents the central angle of a curved substrate.
he non-linear change of the real step size using the derived equa-
ions is shown in Fig. A3b. It demonstrates that x′ increased
ontinuously which can be seen in the SECM image as decreasing
idths of the Ag lines.
.4. Test pin
Fig. A4 shows the height proﬁle of the pin from the University
f Oldenburg along the HF (x) and LF (y) axes. A curved shape and
 rounding especially at the edges of the pin were identiﬁed.
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